f ARCADIS

Infrastructure, environment, buildings

Instrument Model:

Identification Number:

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822

D.atel Person.Perfprming Batt. Calibration Standard Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

610/10 M. Kohagen OK | oo | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
sro/t0 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
610/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
6i21/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
6i21/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
6i21/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
6128/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
6128/10 M. Kohagen OK | gou™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
6128/10 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3




f ARCADIS

Infrastructure, environment, buildings

Instrument Model:

Identification Number:

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822

D.atel Person.Perfprming Batt. Calibration Standard Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

7Hsio0 M. Kohagen OK | oo | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
THaio0 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
7o M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
THeio M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
THeio M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
THeio M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
7129110 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
7129110 M. Kohagen OK | gou™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
7129110 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
810410 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
i M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
810410 M. Kohagen OK | oo | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3




f ARCADIS

Infrastructure, environment, buildings

Instrument Model:

Identification Number:

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822, 07D100238

D.atel Person.Perfprming Batt. Calibration Standard Calibration Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

A M. Rumler oK S;::il:)n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-1
810/ M. Rumler oK S;::il:)n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-2
810/ M. Rumler oK s;::::n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-3
B a0 M. Kohagen oK s;ﬂ:&n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-1
B a0 M. Kohagen oK s;ﬂ:&n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-2
B a0 M. Kohagen oK s;ﬂ:&n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-3
v M. Kohagen oK s;ﬂ:&n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-1
v M. Kohagen oK s;ﬂ:&n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-2
v M. Kohagen oK S;::il:)n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-3
v M. Kohagen oK S;::il:)n 2pt | ONTU/126 NTU |  Weekly 2 point Hand held




f ARCADIS

Infrastructure, environment, buildings

Instrument Model:

Identification Number:

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822, 07D100238

D.atel Person.Perfprming Batt. Calibration Standard Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

sj10n0 M. Rumler OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
8100 M. Rumler OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
8r10/10 M. Rumler OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
B0 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
B0 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
BT M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
8j24/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
8j24/ 0 M. Kohagen OK | gou™ | 2pt | ONTU/126NTU | Weekly 2 point Unit at TML-2
v M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
v M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Hand held
B M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
i M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
830 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
8131110 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Hand held
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f ARCADIS

Infrastructure, environment, buildings

Instrument Manufacturer:
Instrument Model:

Identification Number:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822, 07D100238

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Calibration Standard

D.atel Person.Perfprming Batt. Calibration Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

o M. Kohagen oK S;ﬂ::;n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-1
o M. Kohagen oK S;ﬂ::;n 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-2
om0 M. Kohagen oK S;t‘j:ﬁm 2pt | ONTU/126 NTU |  Weekly 2 point Unit at TML-3
a/07I10 M. Kohagen OK S;ﬂ:ﬁ:n 2pt | ONTU/126 NTU |  Weekly 2 point Handheld




f ARCADIS

Infrastructure

Instrument Manufacturer:
Instrument Model:
Identification Number:

. environment, buildings

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822

Date/ Person Performing | Batt. Calibration Standard Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source |Type | Concentration Frequency Method Frequency Method
09/19/09 Turb . .
1100 M. Kohagen OK Solution 2pt | ONTU/126 NTU Weekly 2 point Unit at TML-1
09/19/09 Turb . .
1100 M. Kohagen OK Solution 2pt | ONTU/126 NTU Weekly 2 point Unit at TML-2
09/19/09 Turb . .
1100 M. Kohagen OK Solution 2pt | ONTU/126 NTU Weekly 2 point Unit at TML-3




f ARCADIS

Infrastructure, environment, buildings

Instrument Model:

Identification Number:

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822, 07D100238

D.atel Person.Perfprming Batt. Calibration Standard Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

o M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
o M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
9107110 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
a0 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Handheld
i M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
tade M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
tade M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
o0 M. Kohagen OK | gou™ | 2pt | ONTU/126NTU | Weekly 2 point Handheld
o M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
o M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
9121110 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
9121110 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Handheld




f ARCADIS

Infrastructure, environment, buildings

Instrument Model:

Identification Number:

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822

Calibration Standard

D_ate/ Person_Perfprming Batt. Calibration | Calibration | Calibration | Calibration Comments

Time Calibration Check Source |Type | Concentration Frequency Method Frequency Method
09/19/09 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
09/19/09 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
09/19/09 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
09/26/09 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
09126109 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
09126109 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3




f ARCADIS

Infrastructure, environment, buildings

Instrument Manufacturer:
Instrument Model:

Identification Number:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822, 07D100238

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Calibration Standard

D.atel Person.Perfprming Batt. Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source | Type | Concentration Frequency Method Frequency Method

e M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
o/28/ 0 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
9128/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
9128/10 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Handheld




f ARCADIS

Infrastruct ure, en vironment,

Instrument Model:

Identification Number:

t, buildings

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Instrument Manufacturer:

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822

D_ate/ Person_Perfprming Batt. Callbration Standard Calibration | Calibration | Calibration | Calibration Comments

Time Calibration Check Source |Type | Concentration Frequency Method Frequency Method
09/19/09 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
09/19/09 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
09/19/09 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
09/26/09 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
09126109 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
09126109 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3
10102/09 M. Kohagen OK | oo™ | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-1
10102/09 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-2
10102/09 M. Kohagen OK | oot | 2pt | ONTU/126NTU |  Weekly 2 point Unit at TML-3




f ARCADIS

Infrastruct ure; en wironment,

Instrument Manufacturer:
Instrument Model:
Identification Number:

t, building

YSI

6136 Turbidity Sensor Sonde

09H100861, 09H100862, 09H100822

FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG

Date/ Person Performing | Batt. Calibration Standard Calibration | Calibration | Calibration | Calibration Comments
Time Calibration Check Source |Type | Concentration Frequency Method Frequency Method
10/17/09 Turb . .
0900 M. Kohagen OK Solution 2pt | ONTU/126 NTU Weekly 2 point Unit at TML-1
10/17/09 Turb . .
0900 M. Kohagen OK Solution 2pt | ONTU/126 NTU Weekly 2 point Unit at TML-2
10/17/09 Turb . .
0900 M. Kohagen OK Solution 2pt | ONTU/126 NTU Weekly 2 point Unit at TML-3
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